[Reinforcement of the operating elements of medical instruments].
Reinforcement processes were analysed to assess the possibility of their use for the medical apparatus production. It was shown that one of the ways to make medical instruments more durable is the reinforcement of their operating surfaces with wear-proof, corrosion-resistant and hard materials by means of soldering, sputtering and fuse on.